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MULT-HARMONIC INLINE REFERENCE 
CELL FOR OPTICAL TRACE GAS SENSING 

CROSS-REFERENCE TO PRIOR FILED 
APPLICATIONS 

0001. This application claims priority to U.S. provisional 
application 61/683,536 which was filed on Aug. 15, 2012 
which is incorporated herein in its entirety. 

GOVERNMENT RIGHTS IN THIS INVENTION 

0002 This invention was made with government support 
under Grant #EEC-0540832 awarded by the National Science 
Foundation. The government has certain rights in this inven 
tion. 

TECHNICAL FIELD 

0003. This invention relates generally to systems and 
methods to calibrate, account for system drift, and determine 
system noise in real-time for laser-based trace gas sensing. 

BACKGROUND 

0004 Conventional calibration methods using laser-based 
trace gas sensors require either separate reference cells or 
interrupt the measurement to calibrate. In the former, the 
optical pathlengths of the sample gas and reference cell will 
have different characteristics including optical fringes, sen 
sitivities, and environmental conditions. All of these factors 
may complicate the relevance of the reference cell calibration 
to the sampled gas. The latter technique only provides an 
intermittent calibration method and thereby stops the mea 
Surement intrinsically and requires frequent calibrations 
under rapidly changing conditions. It would be desirable to 
provide systems and methods that address these and other 
shortcomings of existing systems. 

SUMMARY OF THE INVENTION 

0005. A spectroscopic sensor and a spectroscopic method 
of determining a concentration of a sample are disclosed. The 
sensor is used in connection with a sample cell containing a 
sample. The sensor includes a coherent light source config 
ured to transmit an interrogation light beam along an optical 
sample path directed towards the sample. The sensor also 
includes an in-line reference cell located in the sample path. 
The sensor also includes a detector having outputs responsive 
to absorption signals from the sample and the in-line refer 
ence cell. The sensor also includes a processor configured to 
isolate the reference absorption signals from the in-line ref 
erence cell and sample absorption signals from the sample 
cell and generate calibration information based on the refer 
ence absorption signals and determine a concentration of the 
sample based on the sample absorption signals. 
0006. The sensor may also include circuitry configured to 
tune the coherent light Source across an absorption range of 
interest. The coherent light source may be scanned across the 
absorption range at a lower frequency and modulated at a 
higher frequency. The coherent light source may be a quan 
tum cascade laser, interband cascade laser, Vertical cavity 
laser or semiconductor laser. The in-line reference cell may 
be a closed path, in-line reference cell configured with angled 
windows or windows with an anti-reflective coating to mini 
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mize back reflections from the windows. The reference 
absorption signals may be offset spectrally from the sample 
absorption signals. 
0007. The reference cell may have a pressure of less than 
atmospheric pressure. The reference cell may have a pressure 
of approximately 0.1 atmospheres. The sample cell may 
include an optical cavity with an optical path length config 
ured to measure the gas of interest at ambient conditions. The 
processor may be configured to analyze a harmonic of the 
reference absorption signals. The processor may be config 
ured to analyze a sixth or greater harmonic of reference 
absorption signals. The processor may be configured to ana 
lyze a harmonic of the sample absorption signals. The pro 
cessor may be configured to analyze a second harmonic of the 
sample absorption signals. 
0008. A spectroscopic method of determining a concen 
tration of a sample cell containing a sample is disclosed. The 
method includes providing a coherent light source configured 
to transmit an interrogation light beam along an optical 
sample path directed towards the sample. The method also 
includes locating an in-line reference cell in the sample path. 
The method also includes detecting absorption signals from 
the sample and the in-line reference cell. The method also 
includes isolating reference absorption signals from the in 
line reference cell and sample absorption signals from the 
sample cell, generating calibration information based on the 
reference absorption signals and determining a concentration 
of the sample based on the sample absorption signals. 
0009. The coherent light source may be tuned across an 
absorption range of interest and Scanning the coherent light 
Source across the absorption range at a lower frequency and 
modulating the coherent light source at a higher frequency. 
The coherent light source may be a quantum cascade laser, 
interband cascade laser, Vertical cavity laser or semiconduc 
tor laser. The in-line reference cell may be a closed path, 
in-line reference cell configured with angled windows or 
windows with an anti-reflective coating to minimize back 
reflections from the windows. The reference absorption sig 
nals may be offset spectrally from the sample absorption 
signals. 
0010. The reference cell may have a pressure of less than 
atmospheric pressure. The reference cell may have a pressure 
of approximately 0.1 atmospheres. The sample cell may 
include an optical cavity with an optical path length config 
ured to measure the gas of interest at ambient conditions. The 
processor may be configured to analyze a harmonic of the 
reference absorption signals. The processor may be config 
ured to analyze a sixth or greater harmonic of reference 
absorption signals. The processor may be configured to ana 
lyze a harmonic of the sample absorption signals. The pro 
cessor may be configured to analyze a second harmonic of the 
sample absorption signals. 

BRIEF DESCRIPTION OF THE FIGURES 

0011 FIG. 1a is a general system block diagram; 
0012 FIG.1b is a block diagram of an experimental setup: 
0013 FIG. 1c is a block diagram showing the general 
processing steps; 
0014 FIG. 2 is a graph showing HITRAN absorption lines 
of ammonia at ambient pressure (1000 hPa) and absorption 
lines of ethylene at reduced pressure (50 hPa): 
0015 FIG.3 is a graph showing ethylene absorption line at 
1103.8174 cm' measured with the QCL direct absorption 
spectroscopy at 200 hPa; 



US 2014/0049777 A1 

0016 FIG.4(a) is a graph showing simulation of ammonia 
4f signal at 2 hPa by the numerical WMS model based on 
HITRAN 2008 parameters (red) and the collision line width 
of the sR(6.3) line centered at 1103.4412 cm is changed by 
+30% artificially (blue and green); 
0017 FIG.4(b) is a graph showing simulation of ammonia 
4f signal at 30 hPa (red) and the collision line width of the 
sR(6.3) line centered at 1103.4412 cm' is changed by it 10% 
artificially (blue and green); 
0018 FIG. 5(a) shows the experimental (green dots) and 
simulated (red lines) ammonia 4f spectra at 2 hPa; 
0019 FIG. 5(b) shows the experimental (green dots) and 
simulated (red lines) ammonia 4f spectra at 30 hPa; 
0020 FIG. 6 is a graph showing the line center value of 
different harmonic WMS signals as a function of modulation 
index. Voigt profile is adopted here, but the results for Lorent 
Zian profile show little difference; 
0021 FIG. 7(a) and FIG. 7(b) show 2f and 6f spectra of 
ambient pressure ammonia and inline ethylene reference cell. 
The ethylene cell pressure is changed from 0 to 90 hPa. FIG. 
7(c) and FIG. 7(d) show the simulation of the same experi 
mental condition by the numerical WMS model. 
0022 FIGS. 8(a)-8(c) are graphs showing r(N) as a func 
tion of modulation depth and ethylene cell pressure for N=2 
(FIG.8(a)), N=6 (FIG.8(b)), and N=12 (FIG. 8(c)). The other 
parameters (ambient temperature, ethylene?ammonia con 
centration) are fixed at the experimental values in the simu 
lation. The vertical axis of panel (a) is reversed because we 
want to minimize r(2) but maximize r(N) for N>6; and 
0023 FIG. 9 is a graph showing time series of ammonia 
absorption (red), ethylene 10f signal (green) amplitude, and 
ethylene 12f signal amplitude (blue) when 150 ppmv ammo 
nia was flowed into an ambient pressure cell filled with nitro 
gen. 

DETAILED DESCRIPTION 

0024. The disclosed process and apparatus provides more 
accurate measurements of trace gases from laser-based opti 
cal sensors. The disclosed process and apparatus has applica 
tions in environmental monitoring, industrial sensing, and 
biomedical gas sensing. Immediate uses include those gases 
that require open-path measurements such as long-path or 
integrated measurements, fenceline monitoring, or gases that 
cannot be sampled easily into a controlled environment. 
While the disclosed process and apparatus can be used in 
either open-path (ambient) or closed path configurations, it is 
particularly well-suited for sensing under ambient conditions 
where absorption features are broadened and overlap with 
one another. 
0025. The disclosed process and apparatus has the ability 
to calibrate a targeted gas online and in-situ without a separate 
optical reference path or requiring off-line calibration tech 
niques. Conventional calibration methods using laser-based 
trace gas sensors require either separate reference cells or 
interrupt the measurement to calibrate. In the former, the 
optical pathlengths of the sample gas and reference cell will 
have different characteristics including optical fringes, sen 
sitivities, and environmental conditions. All of these factors 
may complicate the relevance of the reference cell calibration 
to the sampled gas. The latter technique only provides an 
intermittent calibration method and thereby stops the mea 
Surement intrinsically and requires frequent calibrations 
under rapidly changing conditions. 
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0026. The disclosed process and apparatus calibrates and 
accounts for system drift and determines precision and noise 
characteristics of the laser-based trace gas measurement. The 
process uses multiharmonic wavelength modulation spec 
troscopy with an in-line reference cell to measure the target 
sample gas and reference gas at the same time. First, an in-line 
reference cell is placed in the sample optical train. Next, the 
in-line reference cell is filled at a known concentration and 
pressure of a select gas (or gases) of interest. The reference 
cell gas is selected by identifying a gas that has an absorption 
feature that is capable of being scanned by the same laser. The 
reference cell absorption feature is distinguished from the 
ambient trace gas absorption feature through the use of mul 
tiharmonic wavelength modulation spectroscopy. Different 
modulation indices, amplitudes, and harmonic spectra are 
used to differentiate the target gas signal from the reference 
gas signal. The reference signal is used as a calibration stan 
dard that accounts for systematic drift, and quantifies the 
noise properties of the overall sensor. 
0027. The introduction of the in-line reference cell will 
introduce optical fringes to the system, which can be mini 
mized by anti-reflection coatings or wedged windows. For 
high-precision measurements, the temperature of the refer 
ence cell should be known. This approach was tested with an 
open-path ammonia sensor using ethylene as the reference 
gas. The disclosed process and apparatus was also used in an 
open-path ammonia sensor, nitrous oxide sensor, and meth 
a SSO. 

0028. The disclosed process and apparatus can be used to 
calibrate trace gas sensors in real-time and in conditions 
where conventional calibration techniques are limited (rap 
idly changing sample conditions, open-path designs, systems 
with a separate reference optical path). It is especially rel 
evant for applications of high-precision trace gas monitoring 
where even slight changes in ambient conditions may change 
the sensor response and calibration. 
0029. In general, a typical spectroscopic system works as 
follows. Assume we have a reference absorption signal A 
(from gas A) is inside the in-line reference cell. Also assume 
we have a sample absorption signal B (from gas B) from a gas 
of interest in a sample cell (e.g. in the atmosphere). Gas A is 
chosen Such that it has absorption features that can also be 
observed while also probing the spectroscopic feature of 
interest in gas B. In conventional spectroscopic approaches, 
signals A and B will interfere with one another. In other 
words, as the concentration of gas of interest B increases, its 
absorption signal will increase, and this will affect the nomi 
nal reference signal A. Thus, because reference absorption 
signal from A is influenced by the sample absorption signal 
from B (which currently is unknown since this is the signal 
being measured), such an approach will not work. 
0030. In contrast, the approach disclosed herein is to use 
the above configuration (in-line reference cell) with multihar 
monic wavelength modulation spectroscopy to separate out 
signals A and B. Wavelength modulation spectroscopy 
(WMS) is a common technique. WMS can be thought of as a 
derivative of the absorption spectrum. In other words, the 
second derivative of the absorption profile would be the sec 
ond harmonic signal (spectrum). The second harmonic, or 2f 
signal may be used in WMS. As one goes to higher and higher 
harmonics, two absorption lines that lie close together will 
eventually be observed independently from one another. But, 
as one goes to higher harmonics, the signal-to-noise ratio gets 
progressively worse. So just analyzing on signal at a high 



US 2014/0049777 A1 

harmonic and the other signal at a lower harmonic does not 
work. Indeed, one would probably have to go to very high 
differences in harmonics just to separate out two signals of 
similar spectral widths. 
0031. In order to address these issues, the disclosed 
approach uses a reduced pressure cell for the in-line reference 
signal. This reference absorption signal A (and Subsequent 
harmonics or derivatives) is much narrower than the gas of 
interest B, usually with B at ambient (air-broadened) pres 
Sures. By analyzing the higher harmonic signals on the refer 
ence A signal, one can get an independent measure of 
it—which at higher and higher derivatives becomes constant 
(i.e. B becomes negligible). In other words, as the ambient 
signal B goes up or down, the reference signal A stays con 
stant because the tailing baseline of signal B is basically a 
Zero (negligible) baseline when viewed at higher harmonics 
(derivatives). By relating spectroscopic principles to the rela 
tionship between A and B, one can then calibrate the signal B 
(e.g. peak height of 2f signal) by its relative signal to A (e.g. 
peak height of 10f signal). 
0032. In systems configured for detection of ammonia, we 
use between the 6th and 12th harmonics (derivative-like) 
signals of the in-line reference signal of ethylene (A). 
Changes in ammonia (B) do not affect the in-line ethylene 
signal (A). This is because the reduced-pressure ethylene 
signal is narrower than the broad, atmospheric signal of 
ammonia. In addition, a much higher harmonic signal is ana 
lyzed from the in-line reference cell than the ammonia signal. 
The ammonia signal is essentially a sloping baseline on the 
reference ethylene signal. By going to higher and higher 
harmonics (derivatives), what happens is that the ammonia 
signal eventually has no influence whatsoever on the refer 
ence signal. The system can then relate the nth harmonic 
signal of ethylene (A) to the 2f (most common) signal of 
ammonia (B). The ratio of the nth-derivative of A to the 2nd 
derivative of B is defined by spectroscopic parameters. Thus, 
as the A/B ratio changes, we can determine the actual con 
centration of Bunder all conditions, all the time. 
0033 Atmospheric ammonia (NH) is a key component in 
the global nitrogen cycle. As the dominant alkaline atmo 
spheric species, ammonia reacts readily with atmospheric 
acidic species such as Sulfuric acid (H2SO4) and nitric acid 
(HNO) to form ammoniated aerosols, with Strong implica 
tions for regional air quality and global radiative forcing. 
Ammonia also plays an important role in the deposition of 
reactive nitrogen in sensitive ecosystems. Despite the impor 
tance of atmospheric ammonia, its spatial and temporal Vari 
ability are poorly characterized due to its low atmospheric 
concentration and high reactivity. 
0034) Traditional ammonia measurements utilize passive 

filters and denuders with long integration times, and they are 
usually labor-intensive in operation and maintenance. State 
of-the-art techniques include chemical ionization mass spec 
trometry (CIMS), laser direct absorption spectroscopy, pho 
toacoustic spectroscopy, and cavity ring down spectroscopy. 
All of these techniques need to sample ammonia into a 
closed-path system and thus involve direct contact with Sam 
pling Surface to which ammonia readily adsorbs. Closed-path 
measurements of ammonia are complicated by significant 
backgrounds, unknown buffering of large changes in concen 
tration and ambiguity between ammonia and ammonium due 
to phase transitions in Sampling lines. For field deployments 
where conditions can change rapidly, the simplicity and auto 
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mation of calibration needs improvement at typical ambient 
concentrations (parts per billion by volume (ppbv) level). 
0035) To address the sampling issue of closed-path tech 
niques, the disclosed process and apparatus is directed to an 
open-path ammonia sensor using a quantum cascade laser 
(QCL) operating at 9.06 um for atmospheric measurements. 
Wavelength modulation spectroscopy (WMS) is used to 
enhance the signal to noise ratio (SNR) and resolve air-broad 
ened absorption lines. Given the complexity of WMS sys 
tems, calibrations with reference samples are widely used to 
make accurate measurements. However, the same problem 
with the calibration of a closed-path ammonia sensor remains 
for an open-path sensor: one needs to introduce a known 
concentration of ammonia for calibration. Ethylene (CH) 
has an abundance of absorption lines in the v7 band near the 
ammonia v2 band in mid-infrared spectral region. Previous 
research has shown that ethylene can be used in ammonia 
sensors as a reference of laser wavelength at 10.34 um and as 
a reference for ammonia concentration calibration at 9.06 Lum. 
Disclosed herein is a new in-situ calibration method with an 
inline ethylene reference cell by using multi-harmonic WMS. 
Ethylene is a stable, relatively inert gas and has line strengths 
two orders of magnitude Smaller than ammonia near 9.06 um. 
Thus ethylene does not cause interference at typical atmo 
spheric mixing ratios (sub-ppbv), which are comparable to 
ammonia mixing ratios. At a low pressure (<100 hPa), high 
gas concentration (1%), and short path length (~10 cm), eth 
ylene shows a stable absorption signal partially offset from 
the ammonia absorption feature, and the ethylene signal can 
serve as a reference for ammonia concentration in real time. 
This calibration method can also compensate for the effect of 
laser drifting by line locking to the sharp ethylene peak 
instead of the air-broadened ammonia peak, which is particu 
larly useful near the detection limit. 
0036 Comparing to conventional WMS, the disclosed 
process and apparatus has advantages in accuracy, frequency, 
simplicity, and automation. The ammonia concentrations are 
retrieved by fitting the second harmonic (2f) spectra, so theo 
retically the precision should be the same as traditional 2f 
detection. The accuracy is ensured by experimental calibra 
tions of the spectroscopic parameters of both ammonia and 
ethylene, which are independent of ammonia concentrations. 
However, the accuracies of conventional calibration methods 
are limited by the uncertainties of ammonia Standards, which 
can be quite large at ambient levels (ppbv) due to the adsorp 
tion effects of the gas delivery system. In long-term field 
measurements, frequent calibrations are usually needed to 
account for system drift. The traditional solution is by peri 
odically calibrating the system with some standards, which 
can be expensive, labor-intensive, or Subject to loss of mea 
Surement points. By checking the absorption signals of a fixed 
concentration reference cell, this in-situ calibration method 
enables continuous and unattended measurements, which are 
very important in rapidly changing conditions in the field. 
0037) System/Experimental Setup 
0038 A general system block diagram is shown in FIG. 
1a. The system 20 includes a coherent (e.g., laser) light source 
22 configured to transmit an interrogation lightbeam along an 
optical sample path 23 to a spectroscopic evaluation region 
(sample cell 24) including a Substance for evaluation. The 
system 20 also includes an in-line reference cell 25 located in 
the optical sample path 23. The system 20 also includes a 
detector 26 having outputs 27 responsive to absorption sig 
nals from the sample 24 and the in-line reference cell 25. The 
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detector is coupled to a processor 28 as generally shown by 
reference number 27. It should be understood that the detector 
outputs may be separately processed, e.g., demodulated, fil 
tered and digitized, prior before being coupled to the proces 
sor 28. The processor 28 is configured to isolate reference 
absorption signals from the in-line reference cell 25 and 
sample absorption signals from the sample cell 24 and gen 
erate calibration information based on the reference absorp 
tion signals and generate a spectroscopic representation of the 
sample based on the sample absorption signals. By placing 
the in-line reference cell (that has a gas that absorbs within the 
laser tuning range) in the optical sample path, the system can 
continuously calibrate the sample signal of interest and nor 
malize against other forms of drift or noise. The specific 
position or order of the sample cell and the reference cell may 
be varied or swapped. 
0039. An experimental setup is depicted in FIG. 1b. In 
general, the two cells in series are filled with ethylene/nitro 
gen (reference cell 25) and ammonia/nitrogen (sample cell 
24), respectively. The pressures in both cells can be con 
trolled, and the ammonia can be diluted by nitrogen. The 
coherent or laser light Source 22 includes circuitry configured 
to tune the coherent light source across an absorption range of 
interest and the coherent light Source is scanned across the 
absorption range at a lower frequency and modulated at a 
higher frequency. In this example, a thermo electric (TE) 
cooled DFB quantum cascade laser (QCL) from Alpes Lasers 
is used. The laser temperature is stabilized by a thermoelec 
tric temperature controller (Wavelength Electronics, 
HTC3000) and operated in continuous wave mode with a low 
noise laser diode driver (Wavelength Electronics, QCL500). 
The laser injection current is scanned across the absorption 
feature by a sawtooth ramp at 33 Hz and sinusoidally modu 
lated at 10.37 kHz. The modulation depth of the QCL is 
calibrated using the method reported by Tao et al. The laser 
beam travels through two gas cells 25, 24 in series and is 
focused onto a TE-cooled photovoltaic MCT detector 26 
(Vigo). The detector may be configured to respond propor 
tionally to the amount of coherent light reaching it. A pream 
plifier circuit may also be used to amplify the detector output 
to enhance the signal-to-noise ratio. Two wedged ZnSewin 
dows are put in the optical train to Suppress etalons and avoid 
saturating the detector. 
0040. The processor is configured to analyze a harmonic 
of the reference absorption signals (e.g., sixth or greater har 
monic). The processor is also configured to analyze a har 
monic of the sample absorption signals (e.g., a second har 
monic of the sample absorption signals). FIG. 1c is a block 
diagram showing the general processing steps. Referring to 
FIGS. 1b and 1c in this example the analog detector signal is 
passed to a digital lock-in amplifier that can demodulate at 
three different harmonics simultaneously (Zurich Instru 
ments, HF2). In this example, the digital lock-in amplifier is 
physically separate from the processor 28. It should be under 
stood that such processing can also be implemented by pro 
cessor 28 and can be considered part of the processing carried 
out by processor 28. The WMS signals output from the lock 
in amplifier are collected on a National Instrument DAQ 
system (NIUSB 6251, 16-bit, 1 MS/s). See FIG.1c block 44. 
The reference absorption signals are offset spectrally from the 
sample absorption signals. The processor is configured to 
isolate the sample and reference signals as shown by block 
FIG. 1c block 46. As noted above, the system can continu 
ously calibrate the sample signal of interest and normalize 
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against other forms of drift or noise. Accordingly, the proces 
sor is configured to calibrate based on the reference absorp 
tion signal and determine the concentration of the sample as 
shown by block 46. The techniques used to determine the 
concentration of a gas under test based on absorption signals 
are well known. See for example the article by Joel A. Silver, 
“Frequency-modulation spectroscopy for trace species detec 
tion: theory and comparison among experimental methods’ 
Applied Optics, Vol. 31, No. 6, pp 707-717, February 1992, 
which is incorporated herein in its entirety. 
0041. In this example, the reference cell 25 (L=10 cm) is 
filled with 1% ethylene in nitrogen (Air Liquide with accu 
racy of analysis-t2%). The sample cell 24 (L-20 cm) is filled 
with 150 ppmv ammonia in nitrogen (Air Liquide with accu 
racy of analysis-10%) and can be diluted with dry nitrogen. 
The pressure of either cell can be controlled by a vacuum 
pump and is measured by an MKS pressure gauge with a 
full-scale reading of 1315 hPa (1000 Torr) and an accuracy 
0.5% of reading. Either cell can be readily removed from the 
system to measure ethylene or ammonia absorption signals 
individually. The open-path ammonia sensor prototype 
described below differs only in that the sample cell is replaced 
by an open-path cylindrical multi-pass cell with a path length 
of 40 m. 
0042. Simulation of WMS Signals 
0043. In order to interpret and predict the multi-harmonic 
signal from the reference cell, a numerical model was devel 
oped based on the general WMS theories. The equations are 
rewritten to involve more variables for open-path atmo 
spheric measurements. An infinite impulse response (IIR) 
filtering algorithm enables a direct comparison between the 
model and the signal output from a lock-in amplifier. 
0044) The injection current to the QCL can be written as a 
function of time, with a DC value: 

0045 where R(2 ft) represents the sawtooth ramp func 
tion with f. is and it are the amplitude of the current ramp 
and sinusoidal modulation (with a frequency f>f). 
respectively. The current modulation leads to modulation of 
the laser light frequency near a constant frequency Vo. The 
laser light frequency, V(t), is then given by: 

0046 where m and m, are the current-to-frequency tun 
ingrate at the ramp frequency and modulation frequency, and 
o represents the phase difference between the modulated laser 
frequency and laser intensity. im, defines the modulation 
depth. m. m., and (p are measured experimentally using the 
methods described in Tao et al. 

0047 According to the Beer-Lambert law, the laser inten 
sity on the detector is: 

(t) = line), X. i.e. (3) i i 

(0048) Wheret, (v) represents the optical depth generated 
by absorption linej of absorberi, Io(t) is the laser intensity, 
simulated by a polynomial function of injection current, and 
V-V(t) (see equation (2)). For a specific absorption line, the 
optical depth ti is given by: 
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0049. Here n is the number density of the absorber, L is the 
optical path length, and S is the line strength of this absorption 
line. f(v) is the Voigt line shape function, following the for 
mula given by Schreier: 

y 

Vycol f(v) = ReW(x + yi) (5) 

Where 

Vln2 (v - C Vin 20 - 0, y - Vino col Dop Dop 

and ReW(z) denotes the real part of the complex error 
function. Y, is the Doppler line width (HWHM), which is a 
function of temperature and molecular weight. Y is the 
collision line width (HWHM) which is dependent on tem 
perature, pressure, and foreign gas. When collision broaden 
ing is dominant, the modulation index is calculated as the 
ratio between modulation depth and the collision line width. 
Voigt line width is used for ethylene absorption at low pres 
SUC. 

0050. Substituting equation (2), (4), and (5) into equation 
(3), we derive the simulated detector signal Il which is only a 
function of time. Then we simulate the function of a lock-in 
amplifier by multiplying the detector signal with a reference 
sinusoidal signal at different harmonics of modulation fre 
quency (N) to shift the targeted harmonic components to DC. 
An infinite impulse response (IIR) low-pass Butterworth fil 
ter is then applied to acquire the Nth harmonic WMS signal. 
The filter order and bandwidth need to be deliberately chosen 
to eliminate as much noise as possible and avoid signal dis 
tortion in the meantime. The simulated in phase N signal is 
thus given by: 

0051. For a single absorption line, the line center value of 
the Nth harmonic WMS signal is then denoted by X(line 
center, N). 
0052 Spectroscopic Calibration 
0053. In order to use ethylene as a reference absorption 
signal to calibrate ammonia, precise knowledge of the 
absorption cross-sections of both ammonia and ethylene is 
critically important. For instance, a variation in the relative 
line strengths of ammonia or ethylene of 10% leads to a direct 
variation of 10% on the ammonia concentration retrieval. The 
spectroscopic parameters that determine the absorption 
cross-section are given by the HITRAN database. However, 
HITRAN data can have large uncertainties and sometimes 
differ significantly from experimental validation. For 
example, the uncertainties of HITRAN ammonia line 
strengths are estimated to be 10-20%, and there are no 
reported uncertainties for the parameters of ethylene. The 
spectroscopic parameters for both ethylene and ammonia 
were re-measured precisely using directabsorption, 2f, and 4f 
signals. 
0054 The absorption features of six ammonia lines at 
atmospheric pressure and two nearby ethylene lines at 
reduced pressure are shown in FIG. 2 based on HITRAN 
spectroscopic parameters. The ethylene absorption line cen 
tered at 1103.3635 cm (9063.2 nm) is used as an inline 
reference absorption signal. An adjacent ethylene line cen 
tered at 1103.8174 cm (9059.5 nm) is also studied in the 
spectroscopic calibration. The ammonia absorption feature, 
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which is a composite of six individual lines on the Rbranch of 
the v2C. band, sR(6,1)-sR(6.6), is located between these two 
ethylene lines. Each individual ammonia line can be resolved 
and calibrated at low pressure (s30 hPa). 
0055. A nonlinear least squares fitting method was used to 
acquire the line shape parameters of ethylene. The ethylene 
absorption features of interest can be easily isolated by reduc 
ing the pressure below 500 hPa. First, the experimental direct 
absorption spectra are obtained by subtracting the absorbed 
signal I (t) from the background signal Io(t) obtained by 
purging the cell with dry nitrogen. Only the current ramp is 
applied to the laser to Sweep across the absorption line. A 
Germanium Febry-Perot etalon signal with a free spectral 
range of 0.04913 cm is used to calibrate the laser wave 
length scale. During the Voigt fitting procedure using equa 
tion (5), the experimental parameters (temperature, pressure, 
mixing ratio, path length) are fixed to the measured or stated 
values. The spectroscopic parameters that have little impact 
on the experimental spectra (self broadening, temperature 
dependency exponent, lower State energy) are adopted from 
HITRAN 2008 database. Only collision line width and line 
strength are fitted. An experimental ethylene spectrum at 200 
hPa with the Voigt fitting is shown in FIG.3. The ethylene line 
strengths extracted from the fit fully agree with HITRAN 
values with residuals<2% of the peak absorption. However, 
the collision line widths are 15% smaller than the air-broad 
ened collision line width given by HITRAN 2008. 
0056 Comparing to direct absorption spectra, WMS sig 
nals can resolve congested absorption features and reveal 
more detailed line shape structure, especially for higher har 
monics. The line strength and collision line width are mea 
sured in two steps. First, the pressure in the cell is reduced to 
2 hPa. At this pressure, ammonia lines are essentially in 
Doppler line shape and resolved to the largest extent. Uncer 
tainties coming from collision line widths are negligible in 
this case, which is shown in FIG. 4(a). To demonstrate this, 
the collision line width of the absorption line centered at 
1103.4412 cm (sR(6.3)) is changed by +30% artificially, 
but the 4f peak to trough height only changes by +3%. Since 
the Doppler line width is well known, line strength is the only 
parameter to be characterized. Under this experimental con 
dition, the contribution of line strength to WMS signal mag 
nitude is essentially linear, so the line strength calibration is 
straightforward. Once the line strengths are measured, the 
collision line width is the only parameter to be determined. In 
the second step, the pressure in the cell is set to 30 hPa, at 
which the collision broadening is significant and the six lines 
are still resolved to a large extent. A similar sensitivity study 
is shown in FIG. 4(b). When the collision line width of the 
same transition (sR(6.3)) is changed by +10% artificially, the 
4f peak trough height changes by it? 5%. In other words, any 
discrepancies in collision line width are amplified on 4f signal 
under this experimental condition. 
0057 The experimental ammonia 4f spectra at these two 
pressures are presented in FIG. 5, compared with model 
simulation. The ammonia line strengths and collision line 
widths are adopted from HITRAN 2008 database. At 2 hPa, 
the simulation agrees with the experimental 4f spectrum 
within 5% for the six ammonia lines. At 30 hPa, the simula 
tion agrees with the experimental 4f spectrum within 10% for 
the six ammonia lines. 
0058. The ethylene and ammonia spectroscopic calibra 
tions generally agree with the HITRAN 2008 database. The 
only exception is the ethylene collision line width, which we 
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measure to be 15% lower than HITRAN for both lines. The 
uncertainties for line strength measurements mainly come 
from the uncertainties of the concentration of the gas mixture 
we use (2% for ethylene and 10% for ammonia). The accu 
racy of this calibration method is 20%, according to propa 
gation of errors of the gas concentration and spectral fitting. 
0059 Ammonia Calibration Using an Inline Ethylene 
Reference Cell 

0060 An inline calibration cell with a reference gas has 
been used in laser spectroscopy with isolated lines, but there 
are significant challenges when the reference absorption line 
overlaps with the target absorption line. The reference 
absorption signals are offset spectrally from the sample 
absorption signals. As shown in FIG. 2, one ethylene absorp 
tion line (even under reduced pressure) sits on the shoulder of 
the ammonia absorption feature. Due to the constraint of QCL 
tuning rate, we also need to use this ethylene line for calibra 
tion. 
0061 FIG. 6 shows the simulated line center values of the 
Nthin phase harmonic signal (X (line center, N)) as a function 
of modulation index. In this example, the reference cell has a 
pressure of less than atmospheric pressure. The Voigt line 
width of the reference ethylene signal below 100 hPa is more 
than 10 times smaller than the Voigt line width of ambient 
ammonia absorption. Hence for the same modulation depth, 
the modulation index for ethylene under reduced pressure is 
more than 10 times larger than that of ambient ammonia (e.g., 
a reference cell pressure of approximately 0.1 atmospheres). 
By deliberately choosing the modulation depth and the refer 
ence cell pressure, we can maximize the ethylene and ammo 
nia signal at the same time by using different harmonics. A 
general rule of thumb is that the line center value of the Nth 
harmonic reaches its maximum at modulation index around 
N. For example, the modulation index to maximize 2f signal 
is 2.2. However, constrained by the limited tuning rate of the 
QCL (~0.006 cm/ma) and the broad/congested atmo 
spheric pressure ammonia peaks (HWHM-0.1 cm), we 
cannot reach the optimal modulation index for ammonia. In 
this study we only use a modulation index of less than 0.5 for 
ammonia, which still gives a Sufficient ambient ammonia 2f 
signal. Note that in FIG. 6, at a modulation index of 0.5, the 
ambient ammonia high harmonic signals are close to 0 for 
N-6. In the meantime, the modulation index for the ethylene 
line under reduced pressure is much larger and can be con 
trolled through reference cell pressure to maximize the high 
harmonic signals. The 2f ethylene signal is extremely over 
modulated and flattened, yielding little interference with 2f 
ambient ammonia signal. 
0062 FIG. 7 illustrates the 2f and 6f signals of ambient 
pressure ammonia and the reduced-pressure ethylene cell. In 
the experiment spectra shown in panel (a) and (b), the pres 
sure in the ethylene reference cell is changed from 0 to 90hPa. 
The modulation index is 0.25 for ammonia and 6 for ethylene 
when reference cell pressure is 50 hPa. On the 2f spectrum, 
the ethylene signal is obvious but it only perturbs one trough 
of the ammonia 2f spectrum. Since it is constant on 2f, it can 
be readily addressed by the spectral fitting routine. The 2fline 
center value of ammonia is not influenced by ethylene in any 
case. On the 6f spectrum, the ammonia signal is completely 
invisible, but the ethylene signal is very clear. 
0063. In FIGS. 7(c) and 7(d), the numerical WMS model is 
used to simulate the same conditions as the experiment. The 
concentration and pressure/temperature of ammonia and eth 
ylene are fixed at the measured or stated values. The spectro 
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scopic parameters are those from HITRAN 2008 except 
where we use our ethylene collision line width determined 
previously. The simulated 2f spectra are scaled to the same 
magnitude of the experimental 2f spectra, and the simulated 
6f spectra are scaled using the same factor. The excellent 
agreement between experiment and simulation shows that the 
model can capture the relative values of different harmonic 
signals. It also indicates that we can fit the multi-harmonic 
spectra with the simulation results and retrieve ammonia con 
centrations. 
0064 FIG. 7 demonstrates that we are able to detect the 
ambient ammonia signal at 2f and the reference ethylene 
signal at high harmonic (6f in this case). In order to compare 
different high harmonics, we define r(N) as the ratio between 
the line center value of ethylene signal and the line center 
value of ammonia signal at the Nth harmonic: 

Xethylene (line center, N) 
r(N) = - Y - Xannonia (line center, N) 

0065. The ratio r(N) depends on the pressure of the ethyl 
ene reference cell and the modulation depth. We evaluate the 
ammonia signal at one harmonic N and the ethylene ref 
erence signal at anotherharmonic N. To ensure that changes 
in ambient ammonia don't influence the reference signal, it is 
necessary to minimize r(N) and meanwhile maximize 
r(N). Here Nurs 2 and N is one of the higher harmonics. 
(0066 Consider N, 6. FIGS. 8(a) and 8(b) show r(2) and 
r(6) as a function of the modulation depth and pressure of 
ethylene reference cell. Note that in FIG. 8(a) the veltical axis 
is reversed because we want to minimize r(2). The maximized 
r(6) can be found near a modulation depth of 0.025 cm and 
an ethylene cell pressure of around 50 hPa. r(2) doesn’t have 
a minimum for practical conditions, but at this modulation 
depth and ethylene cell pressure r(2) is Small enough to not 
influence the ammonia signal. 
0067. The maximum of r(6) occurs at a relatively small 
modulation depth, but FIG. 8(a) shows that r(2) keeps 
decreasing if the modulation depth increases. This implies 
that we can use even higher harmonics for the ethylene ref 
erence signal, so that the r(Nref) is larger and reaches its 
maximum at larger modulation depth. FIG. 8(c) investigates 
the ethylene?ammonia ratio at 12f. r(12) is about 400 under 
optimal conditions, indicating that the ammonia signal is 
Vanishingly small compared to the ethylene reference signal 
at ultra high harmonics. At the same time, r(2) is much smaller 
when r(12) is maximized than it is when r(6) is maximized. 
This indicates a general trend that higher harmonic gives 
better separation between the ambient ammonia and refer 
ence ethylene signals. However, it will be ultimately limited 
by signal-to-noise ratio since the intensity decreases as N 
increases. The processor is configured to analyze a harmonic 
of the reference absorption signal. Generally, we use 6-12f 
depending on sensor configurations. 
0068 According to the simulations shown in FIG. 8, the 
modulation depth and ethylene cell pressure were set to 0.05 
cm and 50 hPa in the experiment, where r(12) is optimized. 
The ammonia cell was first purged by nitrogen and then filled 
with 150 ppmv ammonia. Ammonia concentrations are 
retrieved base upon spectral fitting using a LabVIEW -based 
program. Higher harmonic reference signals are fitted simul 
taneously with 2f, and signal amplitude obtained from the 
fitting is used as a scale factor to account for system drift. The 
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outlet of the cell is open to the air to maintain ambient pres 
Sure. The lock-in amplifier can output three harmonics simul 
taneously, so 10f signals are also recorded. As shown by FIG. 
9, when the ammonia concentration changes from 0 to about 
150 ppmv (~ 13% absorption), the amplitudes of both 10fand 
12f signals change by less than 2%. The precisions of both 10f 
and 12f reference signals are less than 1% (1 O). Since ambi 
ent ammonia absorption rarely reaches Such a high level, we 
can conclude that the interferences of ambient ammonia on 
the high harmonic ethylene reference signals are negligible. 
0069. In polluted urban areas, ambient ethylene concen 

tration may reach up to 30 ppbV, which gives a signal about 
0.01% of the low-pressure ethylene reference signal at high 
harmonics. Hence the interferences from ambient ethylene 
are also negligible to the ethylene reference signal. Ambient 
ethylene may cause interferences to ambient ammonia sig 
nals at 2f when the ethylene concentration is >100 times 
higher than ammonia. However, these conditions are unlikely 
to happen and the signals can still be separated by spectral 
fitting. 
0070 Further description of the disclosed device is papers 
entitled "Inline Multi-harmonic Calibration Method for 
Open-path Atmospheric Ammonia Measurements”, “Com 
pact and portable open-path sensor for simultaneous mea 
Surements of atmospheric N2O and CO using a quantum 
cascade laser, and “VCSEL-based calibration-free carbon 
monoxide sensor at 2.3 pm within-line reference cell. These 
references are also part of the application and are incorpo 
rated by reference in their entirety as if fully set forth herein. 
0071 Any and all references listed herein are also part of 
the application and are incorporated by reference in their 
entirety as if fully set forth herein. It should be understood that 
many variations are possible based on the disclosure herein. 
Although features and elements are described above in par 
ticular combinations, each feature or element can be used 
alone without the other features and elements or in various 
combinations with or without other features and elements. 
The methods or flow charts provided herein may be imple 
mented in a computer program, Software, or firmware incor 
porated in a non-transitory computer-readable storage 
medium for execution by a general purpose computer or a 
processor. Examples of computer-readable storage mediums 
include a read only memory (ROM), a random access 
memory (RAM), a register, cache memory, semiconductor 
memory devices, magnetic media Such as internal hard disks 
and removable disks, magneto-optical media, and optical 
media such as CD-ROM disks, and digital versatile disks 
(DVDs) 
What is claimed is: 
1. A spectroscopic sensor having a sample cell containing 

a sample, the sensor comprising: 
a coherent light source configured to transmit an interro 

gation light beam along an optical sample path directed 
towards the sample; 

an in-line reference cell located in the sample path; 
a detector having outputs responsive to absorption signals 

from the sample and the in-line reference cell; and 
a processor configured to isolate the reference absorption 

signals from the in-line reference cell and sample 
absorption signals from the sample cell and generate 
calibration information based on the reference absorp 
tion signals and determine a concentration of the sample 
based on the sample absorption signals. 
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2. The sensor of claim 1 further comprising circuitry con 
figured to tune the coherent light source across an absorption 
range of interest and the coherent light source is scanned 
across the absorption range at a lower frequency and modu 
lated at a higher frequency. 

3. The sensor of claim 1 wherein the coherent light source 
is at least one of a quantum cascade laser, interband cascade 
laser, Vertical cavity laser or semiconductor laser. 

4. The sensor of claim 1 wherein the in-line reference cell 
is a closed path, in-line reference cell configured with angled 
windows or windows with an anti-reflective coating to mini 
mize back reflections from the windows. 

5. The sensor of claim 1 wherein the reference absorption 
signals are offset spectrally from the sample absorption sig 
nals. 

6. The sensor of claim 1 wherein the reference cell has a 
pressure of less than atmospheric pressure. 

7. The sensor of claim 6 wherein the reference cell has a 
pressure of approximately 0.1 atmospheres. 

8. The sensor of claim 1 wherein the sample cell further 
comprises an optical cavity with an optical path length con 
figured to measure the gas of interest at ambient conditions. 

9. The sensor of claim 1 wherein the processor is config 
ured to analyze a harmonic of the reference absorption sig 
nals. 

10. The sensor of claim 9 wherein the processor is config 
ured to analyze a sixth or greater harmonic of reference 
absorption signals. 

11. The sensor of claim 1 wherein the processor is config 
ured to analyze a harmonic of the sample absorption signals. 

12. The sensor of claim 11 wherein the processor is con 
figured to analyze a second harmonic of the sample absorp 
tion signals. 

13. A spectroscopic method of determining a concentration 
of a sample cell containing a sample, the method comprising: 

providing a coherent light Source configured to transmit an 
interrogation light beam along an optical sample path 
directed towards the sample: 

locating an in-line reference cell in the sample path; 
detecting absorption signals from the sample and the in 

line reference cell; and 
isolating reference absorption signals from the in-line ref 

erence cell and sample absorption signals from the 
sample cell, generating calibration information based on 
the reference absorption signals and determining a con 
centration of the sample based on the sample absorption 
signals. 

14. The method of claim 13 further comprising tuning the 
coherent light source across an absorption range of interest 
and scanning the coherent light Source across the absorption 
range at a lower frequency and modulating the coherent light 
Source at a higher frequency. 

15. The method of claim 13 wherein the coherent light 
Source is at least one of a quantum cascade laser, interband 
cascade laser, vertical cavity laser or semiconductor laser. 

16. The method of claim 13 wherein the in-line reference 
cell is a closed path, in-line reference cell configured with 
angled windows or windows with an anti-reflective coating to 
minimize back reflections from the windows. 

17. The method of claim 13 wherein the reference absorp 
tion signals are offset spectrally from the sample absorption 
signals. 
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18. The method of claim 13 further comprising pressuriz 
ing the reference cell at a pressure that is less than atmo 
spheric pressure. 

19. The method of claim 13 further comprising pressuriz 
ing the reference cell at approximately 0.1 atmospheres. 

20. The method of claim 13 wherein the sample cell further 
comprises an optical cavity with an optical path length con 
figured to measure the gas of interest at ambient conditions. 

21. The method of claim 13 further comprising analyzing a 
harmonic of the reference absorption signals. 

22. The method of claim 13 further comprising analyzing a 
sixth or greater harmonic of reference absorption signals. 

23. The method of claim 13 further comprising analyzing a 
harmonic of the sample absorption signals. 

24. The method of claim 23 further comprising analyzing a 
second harmonic of the sample absorption signals. 

k k k k k 
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